[Efficiency of membrane oxygenators of various designs under standard conditions].
The article shows the possibility of calculating the output of membrane oxygenators of blood under standard conditions by simple and common formula which includes only important design parameters (the membrane surface and the filled volume). The obtained output expression was used to evaluate the intensity of the mass transfer in membrane oxygenators of different design.